
WF200 Quick Installation instructions  
 
Connect with a standard C-mount microscope 
(1) twist off dust-proof plastic cover of WF300, remove the protective film on the color filter  
(2) screw WF200 onto the microscope (standard C-mount)

        

(3) Select the USB or WiFi work mode.         
             
        

5895 Rue Ferrari San Jose, CA 95138
1 (800) 832-0060 | Fax: (408) 226-0900
www.meijitechno.com


